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A theoretical investigation of the feasibility of a magnetometer based on the observation of the 
Zeeman splitting of a nuclear quadrupole resonance line is presented. With a single crystal of potas- 
sium chlorate as the sensor, an nqr magnetometer with center frequency of 28 MHz and bandwidth of 
10 MHz could cover a range of 10 nT to greater than 1 T. Precision at specific crystal orientations 
should approach 10 nT in the magnitude of the field, at flux densities exceeding 100 fxT, and (65/5) 
microradians in the direction of the field where B is the flux density in mT. If circularly polarized rf 
excitation is employed, a precision of 10 nT could be achieved at flux densities less than 100 /uT. 
Accuracy of the flux density measurements is limited by the uncertainty in the gyromagnetic ratio of 
M C1, which at the present time is approximately I X 10~ 4 . The effect of the small asymmetry parameter 
which characterizes the 35 C1 resonance in KC10, } is analyzed. Various experimental arrangements 
are proposed to record the magnitude and direction of the field, to obtain high resolution at low fields 
and good linearity at high fields, to overcome the difficulties due to the presence of a small asymmetry 
parameter, and to make an instantaneous measurement of the Zeeman splitting frequency. 
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1 . Basic Theory 

This paper presents a theoretical investigation of 
the feasibility of a magnetometer based on the observa- 
tion of the Zeeman splitting of a nuclear quadrupole 
resonance (nqr) line. A detailed treatment of the Zee- 
man effect can be found in the monograph of Das and 
Hahn [l], 1 in the papers quoted therein, and in several 
subsequent publications [2-8]. We shall confine our- 
selves in this section to a discussion of the theory 
relevant to Zeeman splittings in single crystals and its 
application to the measurement of the magnitude and 
direction of magnetic fields. The nuclei will be assumed 
to be characterized by an asymmetry parameter, rj, 
equal to zero. Moreover, the quadrupole energy will 
be considered sufficiently greater than the Zeeman 
energy such that the Zeeman splitting is essentially 
linear with respect to the magnetic field. 

Special emphasis will be placed on the |1/2| <-* |3/2| 
transitions; these are responsible for the 35 C1 nqr 
spectrum in potassium chlorate (KCIO3), which, as will 
be shown later, is very suitable for magnetic field 
measurements. The effect of the small asymmetry 
parameter in KCIO3 is discussed in the next section. 



Transitions between the ±m and ±(/n+l) levels, 
with m ^ 1, give rise to two frequencies spaced 
symmetrically about the pure quadrupole frequency, 
i>q, with separation 
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where Vl is the Larmor frequency, |y| is the absolute 
value of the gyromagnetic ratio, Bo is the magnetic 
flux density, and is the angle between the magnetic 
field and the symmetry axis of the electric field 
gradient [1]. The intensities of the two lines are one- 
half the intensity of the original line and are inde- 
pendent of the orientation of the magnetic field. 

For transitions between ±1/2 and ±3/2 levels, 
two pairs of splittings are in general observed because 
of the zeroth-order mixing of the ± 1/2 states in the 
presence of a magnetic field. 2 The energy level diagram 
is shown in figure 1 for the case applicable to the 
35 C1 spectrum in KCIO3. When 77 = and pl~*0 9 



1 Figures in brackets indicate the literature references at tin 



id of this paper 



- For convenience, we have labeled the four quantum states as ±1/2, ±3/2. The con- 
ventional designation of the ± 1/2 levels in the presence of a small magnetic field is "±"; at 
flux densities sufficiently great to cause an appreciable admixture of all the levels, a dif- 
ferent notation is usually employed [9]. 
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Figure 1. Low-field energy level diagram for the |7/2|<-> \3/2\ 
transitions of a nucleus with half-integral spin, negative quad- 
rupole coupling and positive gyromagnetic ratio. 

The use of the quantum numbers ±m to designate the states in the case Bo ^ is for 
convenience only. 



the splittings are symmetrical about the pure quad- 
ruple frequency, with the inner pair of lines, denoted 
by aa', always equal to or stronger in intensity than 
the outer pair of lines, denoted by /3/3' . The splittings 
and relative intensities are given by the equations [1J: 

AlW=|3-/k COS 0, Iaa>= (/+l)/2/ 

Av m > = (3+f)v L cos 0, Iw={f-l)l2f 
f= [l+(/+l/2) 2 tan 2 fl] 1 ' 2 

and are shown in figures 2 and 3, respectively. The a 
components correspond to the transitions ± 1/2 **±3/2, 
whereas the /3 components arise from the transitions 

+ 1/2 «±3/2. 

Simplified spectra are obtained at three special 
orientations of the magnetic field. At 6 = 0°, only 
the splitting of the a components is observed with 



A*w — 2vl. The /3 components give rise to twice 
this splitting but have zero intensity at this orientation. 
At = 90°, the a and f3 components have identical 
intensities and splittings, with Aiw = Az^£'=(/-KL/2)i^. 
At 0=tan- x [2 V2/ (7+1/2)], the splittings are given 
by 

APaa' — O 

A W = 6(7+l/2)^/[8+(7+l/2) 2 ] 1 / 2 . 



For 7=3/2, 6 and Ai/fls' are equal to 54°44' (one-half 
of the tetrahedral angle) and 2V3 vl, respectively. 
The separation between a and (3 components is 
therefore V3 Vl at this orientation. 

Because of their simplified spectral patterns, these 
special orientations are easily obtained experimentally. 
All three alinements give comparable line separations, 
with maximum splittings between adjacent lines 
appearing at 6 = 0° and 90°. 

Deviations from linearity with respect to the magni- 
tude of the magnetic field depend very strongly on 
the orientation. of the symmetry axis. These deviations 
may be expressed in terms of a power series [9] in 
£, where £= vjjvq is the ratio of the Larmor frequency 
to the pure quadrupole frequency and is considered 
to be much less than one. At 6 = 0°, both the a and 
(vanishing) /3 component splittings are exactly linear 
with the field. For the 0=54°44' configuration, the /3 
splitting is approximately equal to 2V3 (1 — £ 2 /3) 
but the composite a line is merely broadened by 
~£\ At 0=90°, the fractional deviation is -3/2 f 2 
for the a splitting and zero for the (3 splitting. 

The Zeeman splittings of the lines are least sensitive 
to angle at 6 = 0° and most sensitive at 0=90°. Inspec- 
tion of figure 2 reveals several large regions of almost 
uniform slope for the splittings. Values of \dAv/dd\ as 
well as other pertinent characteristics of the a and /3 
components are given in table 1 for the three special 
orientations. 
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FIGURE 2. Low-field Zeeman splittings for |i/2| *-> \3/2\ transitions in the case 17 = 0. 

The aa'fB(3' notation corresponds to the situation depicted in figure 1. 
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FIGURE 3. Relative intensities of the low-field Zeeman components for \lj2\ - 
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TABLE 1. Low-field Zeeman parameters q/"|l/2|<-* |3/2| transitions 
with in = for three special orientations of the magnetic field with 
respect to the symmetry axis 
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*Broadening 

A measurement of the a and j3 splittings correspond- 
ing to a single orientation of the symmetry axis is 
sufficient to yield both and B {) . The field direction 
is then determined to be somewhere on the surface 
of a right circular cone making the angle 6 with respect 
to the field-gradient axis. To ascertain the exact spatial 
alinement of the field, three non-equivalently oriented 
symmetry axes are required. 

At magnetic fields for which the Zeeman splittings 
are comparable to or less than the linewidth, the a and 
f3 components will overlap each other. When the field 
direction is known, a measurement of the breadth or 
shape of the composite line will furnish the flux den- 
sity. In principle, such a determination could be made 
to a precision approaching that of a measurement of 
the splitting frequencies in a resolved spectrum. A 
major disadvantage, however, is the complex depend- 
ence of linewidth and lineshape on flux density and 
the need to calibrate this dependence for the particular 
crystal under study. An analogous and perhaps more 



difficult problem would be encountered in the measure- 
ment of field direction at low flux densities. 

At low fields, special care must be taken to insure 
that the amplitude of the oscillating rf field, B u is 
much less than the static field intensity, Bo. Otherwise, 
the splittings will be increased [10J by a fractional 
amount (£,/2fl ) 2 . 

An nqr magnetometer is incapable of determining 
the polarity of the magnetic field unless circularly 
polarized excitation is employed. Depending on the 
sign of the gyromagnetic ratio and the polarity of the 
field, this type of rf field distribution will eliminate the 
lines arising from transitions involving either pure 
-\-m or — m states [11]. Furthermore, the correction 
term (Bi/2Bo) 2 in the Zeeman splittings will be absent, 
since it arises from the circularly rotating component 
of a linearly polarized field which is ineffective in pro- 
ducing transitions to or from a particular m state. 

Circular polarization also serves to simplify the ob- 
served spectrum. In the case of the |1/2| <-» |3/2| transi- 
tions, the complex four-line pattern, aa' (3/3 f is reduced 
to either a, (3 or a', ft' components. This is due to the 
fact that although the ± 1/2 states are admixed to 
zeroth order in the presence of a field, the ±3/2 states 
remain relatively pure m states as long as £ <^ 1. Thus, 
as can be seen from figure 2, the overlap which occurs 
at angles close to 90° or 54°44' is eliminated and im- 
proved accuracy results. 

Because the f3 components vanish as 6 approaches 
0°, measurements of the a/3 splittings made with circu- 
larly polarized radiation will be limited to those angles 
at which the j3 components are sufficiently intense. On 
the other hand, the a component (and observable /3 
component) splittings may be measured separately by 
switching the direction of polarization or by subjecting 
two crystals to counter-rotating rf fields. At low fields, 
these techniques should also make it possible to obtain 
the splitting between the composite #, (3 and a\ (3' 
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lines. Thus, the necessity of determining the width or 
shape of the resonance line, and the corresponding 
problems associated with the dependence of these 
parameters on temperature gradients (see below) are 
avoided. For arbitrary crystal orientation, however, 
accurate field measurements will still be difficult be- 
cause the composite lines are in general asymmetrical 
due to the different intensities of the a and ft compo- 
nents. This problem does not exist if 6 is equal to 0° or 
if the transitions ± m <-» ± (m + 1) , with m ^ 1, are 
studied. Under these circumstances, only one line will 
be observed for each direction of polarization, thereby 
eliminating the overlap and improving the resolution 
at very low magnetic fields. 

2. The Potassium Chlorate Sensor 

The foregoing discussion demonstrates that Zeeman 
splittings in nqr can yield information regarding the 
magnitude and direction of a magnetic field. Thus, in 
principle, an nqr spectrometer with a properly chosen 
sample can function as a magnetometer. To examine 
the usefulness of this technique, we shall consider the 
case of a single crystal of potassium chlorate. This 
compound has several desirable features which make 
it a suitable sensor for this application. The ClO.^ ions 
in the unit cell are completely equivalent with regard 
to their resonant behavior in an external magnetic field. 
The unsplit 35 C1 resonance line occurs at an experi- 
mentally convenient frequency of 28.1 MHz at room 
temperature and is characterized by an asymmetry 
parameter close to zero (77 ~ 0.005 ), 3 and one of the 
narrowest widths of any quadrupole line yet observed 
[12]. The first derivative curve in the single crystal was 
found to have a peak-to-peak linewidth of only 0.29 
kHz and exhibited partially resolved Zeeman splittings 
in fields estimated to be considerably less than earth's 
field [12]. 

At = 0°, one set of lines is obtained in KCIO3 with 

2y( 35 Cl) 
a splitting parameter of =8.350 kHz/mT. For 

ZlT 

this orientation, a linewidth of 0.29 kHz is equivalent 
to 3.5 /xT in field units. Assuming a measurement of 
the line center to 1/500 of the linewidth, the splitting 
of two completely resolved lines in a uniform field 
at 6 = 0° could be determined to a precision of approxi- 
mately V2(3.5)/500 /xT, or 10 nT. This precision 
can be achieved at flux densities exceeding 100 fiT 
and at lower fields if circularly polarized excitation 
is employed. Similarly, at = 90°, the limit of detection 
of changes in angle can be shown to be approximately 
(65/Bo) microradians, where B {) is expressed in mT. 

The uncertainty in the absolute value of the flux 
density will be determined either by the precision of 
the measurement or by our knowledge of the gyro- 
magnetic ratio of 35 C1 in KCIO.*. The value of y( 35 Cl) 
used here is taken from a measurement of the nuclear 
moment in NaClO.* of 0.8215 ±0.0001 nuclear magne- 
tons [9J. This is equivalent to a gyromagnetic ratio of 



(7/2tt-) = 4. 175 ±0.0005 kHz/mT. It is reasonable to 
assume that the diamagnetic shielding of the chlorine 
nucleus in the sodium and potassium compounds 
is identical, at least to the accuracy given above. 
The chemical shift anisotropy is also expected to be 
negligible. For the 35 C1 nucleus in NaClO.3, Kawamori 
and Itoh [13] report a fractional difference between 
the shielding at the = 0° and 90° orientations of 
only 4 ±4 X 10~ 5 , in good agreement with a calculation 
neglecting the effect of the cation. 

It would be preferable to make a direct measurement 
of the angular dependence of the gyromagnetic ratio 
of the 35 C1 in KCIO3. The ultimate accuracy which 
can be achieved with the nqr magnetometer will then 
be determined by the uncertainty in the gyromagnetic 
ratio of the particular reference sample used to cali- 
brate the magnetic field. At the present time, the 
primary standard is the gyromagnetic ratio of the 
proton resonance in liquid water which is known to 
an accuracy of ~ 6 X 10~ 6 [14]. This figure also repre- 
sents the minimum uncertainty attainable with nmr, 
epr, and Rubidium magnetometers since these too 
require a measurement of the gyromagnetic ratio of 
the resonating species used in the sensor. 

Next we consider the effect of the small field-gradient 
asymmetry in KClO.j on the splitting frequencies. 
Although the value rj = 0.005 is only approximate, it 
will be used in the following calculation to furnish 
a rough estimate of the deviations from the equations 
given in section 1. 

At = 0°, exact solutions for the energy levels 
obtain [9]. The corresponding splitting frequencies are 



1/2 



Aiw — 2vl 

A^< = 2^{[(l + 2£) 2 + 7f/3] 

-[{l-20 2 + V 2 /3] 1/2 } 
-4^(1-t? 2 /6) (f,i?«l). 

The splitting of the a components is exactly the same 
as in the case of zero asymmetry and shows no depar- 
ture from linearity with respect to the magnetic field. 
The correction term for the zero-intensity ft com- 
ponents is -r? 2 /6 or 4X 10" 6 for KCIO3. 

At an arbitrary angle, the frequencies for small rj 
are given by the equations [1] 



kvaa' = vt\[cos 2 0+sin 2 6 (4 + 7? 2 -4r7 cos 2 0)] 1 ' 2 

— (9 cos 2 + 7) 2 sin 2 

(4 + 77 2 -4tj cos 2 0)] 

+ (9 cos 2 <9+7} 2 sin 2 6)^ 2 } 



(9 cos 2 6 + 7) 2 sin 2 6) x l 2 \ 
Ai^ = ^{[cos 2 0+sin 2 6 (4 + 7? 2 -47j cos 2 cf))] 1 ' 2 



3 This value has heen slightly modified from that reported in reference 12 by the use of 
the correct value of the slope d\v an ldti at = 54°44', rather than the value appropriate to 
= 90°. 



where </) is the azimuthal angle of the magnetic field 
referenced to the axis in the principal axis system 
along which the field gradient has its minimum value. 
The deviations of the Zeeman splittings from the 
zero asymmetry case become more pronounced as 6 
approaches 90°. At this angle, the above equations 
reduce to 

Aiw = 2i>l[1-t7/2(cos 20+ 1) +tj 2 /8] 
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Ai/fls- = 2v L [l - tj/2(cos 2$ - 1) + ry 2 /8J . 

Maximum deviation of the a splitting from the zero 
asymmetry case occurs at = 0° and is equal to —tj 
or -0.005 for KCIO.,. At = 90°, the frequency differs 
from 2vl by a negligible amount, i7 2 /8. The deviations 
of the ft splittings cover the same range, but the maxi- 
mum in -j- r\ and occurs at = 90°. Thus if (f) is un- 
known, the measured value of the magnetic field can 
be in error by as much as | *>7 1 - 

The cos 2(f) terms in the above equations may be 
eliminated by rapidly spinning the crystal about the 
major axis of the field gradient or by orienting the 
crystal at (/> = 45°. The effect of a non-zero asymmetry 
parameter is then determined primarily by the terms 
+ (9 cos 2 + T) 2 sin 2 0) l/2 and decreases rapidly with 
6. For example, at = 88°, the deviations are approxi- 
mately equal to + 5X 10~ 5 , down from = i = 2.5X 10~ 3 at 

= 90°. The entire term (9 cos 2 d+r) 2 sin 2 0) ^ 2 can be 
made to vanish if the a, ft splittings, Av a /3 or A*v/3', or 
the average value of the a and ft splittings, 

{kv aa > + kvw)l2, 

are used to measure the field. Indeed, at angles suf- 
ficiently close to 90° to cause appreciable line overlap, 
it is easier to determine the average than the individual 
splittings. For the true average to be obtained, however, 
it is imperative that the composite line be symmetri- 
cally split or broadened. This condition implies approxi- 
mately equal intensities for the a and ft components at 
6 — 90° and will occur for r) 7^ only if the rf field is 
alined midway between the two minor axes of the field 
gradient [4J or if the crystal is rotated rapidly about 
the major axis. These probe configurations are unneces- 
sary, however, if circular polarization is employed. In 
this case the a, ft or a', ft' splittings may be observed 
directly without overlap except at very low fields. 

By combining a measurement of Av a j3(a'j8') or 
(Ai>aa'"r- A*>/3£')/2 with sample spinning or a crystal 
alinement of (j) = 45°, the effect of the small asymmetry 
parameter in KCIO3 will be virtually eliminated. The 
maximum deviation from the zero asymmetry case then 
occurs at = 90° and is equal to r/ 2 /8 or 3 X 10~ 6 . 

At high fields, terms in £ and cross-terms in f and 
7) must be included in the expressions for the split- 
tings. When £ >r), the departures from linearity with 
respect to the field may be derived from the equations 
of Ting, Manring, and Williams [9] for the case rj = 
and have been given in table 1 for the three special 
orientations. The maximum deviation from linearity 
is of the order £ 2 and is approximately 1 percent at 

1 T for the KCIO3 crystal. In the intermediate region, 
£ ~ n, the field dependence of the splittings can be 
obtained by numerically diagonalizing the Hamiltonian 
matrix. Closed-form solutions for any value of £ have 
been given [7), however, for the special cases # = 90°, 
= 0°, 90°. 

In conclusion, the simplified equations of section 1 
may be applied to the 35 C1 spectrum in KCIO3 when 
(1) is equal to 0°, or (2) the field is sufficiently low and 
the procedures described earlier are taken to elimi- 



nate the terms in 77. If these conditions are not met 
and if the simple equations do not yield sufficient ac- 
curacy, then corrections due to finite r\ and £ can be 
made. 

For the KC10 :i sensor, departures from linearity 
with respect to the field are essentially negligible in 
the region where the nqr magnetometer is expected 
to have its greatest utility, namely, below 10 mT. At 
these fields, conventional nmr magnetometers suffer 
from a very poor signal-to-noise ratio and epr tech- 
niques are generally employed for accurate measure- 
ments [15]. An nqr magnetometer with KCIO3 as the 
sensor has decided advantages over both the nmr and 
epr techniques in its ability to sense the direction of 
the magnetic field and in not requiring major instru- 
mental changes to measure widely different fields. 
In addition, it can go to much lower fields than is 
possible with epr magnetometers using currently 
available sensors, and has much greater accuracy in 
the low field regime. 

3. Experimental Methods 

Among the outstanding features of the nqr mag- 
netometer is the wide range of magnetic fields that 
can be measured with essentially a single-frequency 
spectrometer and one probe, with all the concomitant 
advantages of convenience, sensitivity, and compact- 
ness. For example, with potassium chlorate as the 
sensor, a 28-MHz spectrometer with an 8 MHz band- 
width can cover the entire range of roughly 10 nT to 1 T. 

Because of the strong temperature dependence of 
quadrupole frequencies (5.1 kHz/°C for KCIO3 at room 
temperature [16]), an instantaneous recording of the 
Zeeman splitting to a high degree of precision is 
desirable. A magnetometer possessing this capability 
will also make possible the rapid measurement of the 
direction and magnitude of an unknown field, as well 
as fast fluctuations in these quantities. One way of 
accomplishing this is shown schematically in figure 4. 
An amplitude- or frequency-modulated spectrometer 
is employed. The center frequency of the spectrom- 
eter is swept. until it locks to the midpoint of one line 
and the separation of an AM or FM sideband is simul- 
taneously varied until locking is achieved to the other 
line. The frequency of the low-frequency oscillator 
which amplitude or frequency modulates the carrier 
is then locked to, and exactly equals, the Zeeman 
splitting. Alternatively, a signal-feedback technique 
may be employed to yield self-oscillation at the splitting 
frequency. 

At low magnetic fields, a linewidth measurement, 
rather than a splitting frequency, may be required. 
The locking technique just described can be used to 
determine this quantity if the resonance curve has at 
least two zero crossover points symmetrically situated 
with respect to the line center. The second-derivative 
absorption or first-derivative dispersion shape function 
has this property and is easily observed experimentally. 

If the circularly polarized configuration is employed 
at low fields, the splitting may be determined by 
rapidly switching the direction of polarization in a 
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FIGURE 4. Magnetometer circuit suitable for observation of the instantaneous values 
of the Zeeman splittings. 



time short compared to the time it takes for the sample 
temperature to drift or the static field to change. 
Alternatively, two sensors with oppositely rotating 
circularly polarized fields will give an instantaneous 
readout of the splitting frequency. 

An instantaneous recording of the Zeeman splitting 
will obviate the necessity of thermostating the sample 
to a high degree or of accurately determining the tem- 
perature at which the measurement was made. Al- 
though the pure quadrupole frequency and asymmetry 
parameter depend strongly on temperature [1], the 
splitting will be relatively insensitive to temperature 
if rj and f are much less than one. In the case of KC10 3 , 
changes in the vibrational frequencies of the ClO^ ion 
with temperature will affect both the field gradient and 
asymmetry parameter to the order of 10 _4 /°C at room 
temperature. From the equations given earlier, the 
splittings can be seen to be most sensitive to tempera- 
ture at the = 90° orientation. At low fields, the tem- 
perature dependence of the a or /3 splittings is at most 
dr)ldT^ 10- 4 /°C for the static crystal, </> # 45°, con- 
figuration and decreases rapidly as 6 deviates from 
90°. At high fields, the splitting frequencies also ex- 
hibit a variation with temperature because of their 
dependence on £ 2 . For the case = 90°, and Bo = IT, 
the change in the a splitting due to this effect is 
Z^{dv Q jv q )dT -10- 5 /°C. 

Even if these variations are tolerable, some degree 
of temperature stabilization is always desirable. In 
the first place, large temperature instabilities intro- 
duce noise in the frequency-locking circuitry and may 
even cause the system to lose lock. Secondly, a tem- 
perature gradient over the sample will broaden the 
lines and thus adversely affect the precision of the 
measurement. 

Temperature stabilization might also be necessary 
at low fields when lineshape or linewidth studies are 
employed for the field measurements. In this case, 
accuracy as well as precision would suffer from the 
presence of temperature gradients and changes in 
the gradients. If the sample is at uniform temperature, 
however, temperature drifts would have little effect 
as long as the widths of the individual resonance lines 
are insensitive to temperature. This condition is 
satisfied by the 35 C1 spectrum in KC10 3 [11, 17]; thus, 
drifts in sample temperature would change the width 
of the composite line by a mere dr\\dT — 10~ 4 /°C in 
the worst case (0 = 90°, c/) = o or 90°). 



Both the magnitude and direction of a magnetic 
field can be obtained with a sensor composed of either 
three orthogonally oriented crystals, one crystal con- 
taining at least three nonequivalently oriented sym- 
metry axes with one axis out of the plane of the other 
two, or variants of these. Alternatively, a single crystal 
can be mounted on a goniometer assembly and its 
position adjusted to yield the pattern characteristic of 
a given orientation. 

If changes in field direction are expected to be small, 
a single crystal configuration with 9 set close to 0° may 
suffice in may applications. In this case, the magne- 
tometer would respond to changes in the magnitude 
of the field but be relatively insensitive to its direction. 
For the |1/2| <-» |3/2| transitions, this configuration has 
the additional advantages of furnishing a component 
signals with maximum intensity and minimum overlap 
and with splittings which are independent of 17, £, and 
temperature. 

Time-dependent variations in the magnitude and 
direction of a magnetic field can be studied by com- 
bining the appropriate sample configuration with 
the instantaneous recording method outlined above. 
Sophisticated systems can be developed to give 
separate digital readouts of both these parameters. 

Finally, the precision and range of an nqr magne- 
tometer could be considerably improved upon by the 
use of line-sharpening techniques. In one such method 
[18], resolution enhancement is achieved by mixing 
the resonance line with a suitable combination of its 
higher derivatives. 
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